Effect of accommodation on visually evoked response.
Accommodation causes variation in both visually evoked response (VER) amplitude and implicit time. Measurements indicate an average decrease in amplitude of about 1 muV per diopter and an increase in implicit time of about 1.5 msec per diopter for increasing amounts of accommodation. Care should be taken to eliminate any accommodative stimulus which could alter the normal VER response during clinical evaluation.